Effectiveness of Using a Patient Simulator with Real-Time Feedback to Improve Light-Curing Skills of Dental Students by Tauböck, Tobias T et al.








Effectiveness of Using a Patient Simulator with Real-Time Feedback to
Improve Light-Curing Skills of Dental Students
Tauböck, Tobias T ; Par, Matej ; Attin, Thomas ; Burrer, Phoebe
Abstract: The present study investigated the effectiveness of employing a patient simulator with an
integrated visual feedback mechanism to improve the light-curing skills of dental students. A total of 44
third-year dental students were randomly divided into a control group (n = 22) and a training group (n
= 22). Both groups light-cured a simulated restoration in tooth 27 in a patient simulator (MARC Patient
Simulator, BlueLight Analytics, Halifax, Canada) by using the same curing device for 10 s. Delivered
irradiances were recorded in real time by the built-in spectrophotometer. After measuring the baseline
irradiances for both groups, the training group received detailed light-curing instructions and hands-on
training with immediate visual feedback using the patient simulator. The irradiance of the training
group was re-measured after the training. Both groups then attended a 26-day preclinical course, which
involved placing 30 composite restorations. Upon completion of this course, the light-curing performance
of both groups was re-assessed. The data were statistically analyzed using the Wilcoxon signed-rank test,
Friedman’s ANOVA, and the Mann-Whitney U-test at an overall level of significance of ฀ = 0.05. At
baseline, the control and the training group delivered statistically similar irradiances with similar data
scattering. In the training group, data scattering was considerably reduced after the hands-on training
with the patient simulator. After the 26-day preclinical course, the irradiance of the training group
was significantly higher and considerably less scattered compared to the control group. In conclusion,
training with the patient simulator improved the light-curing performance of the dental students, mainly
by helping them to deliver light energy more consistently.
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Abstract: The present study investigated the effectiveness of employing a patient simulator with an
integrated visual feedback mechanism to improve the light-curing skills of dental students. A total of
44 third-year dental students were randomly divided into a control group (n = 22) and a training
group (n = 22). Both groups light-cured a simulated restoration in tooth 27 in a patient simulator
(MARC Patient Simulator, BlueLight Analytics, Halifax, Canada) by using the same curing device
for 10 s. Delivered irradiances were recorded in real time by the built-in spectrophotometer. After
measuring the baseline irradiances for both groups, the training group received detailed light-curing
instructions and hands-on training with immediate visual feedback using the patient simulator.
The irradiance of the training group was re-measured after the training. Both groups then attended a
26-day preclinical course, which involved placing 30 composite restorations. Upon completion of
this course, the light-curing performance of both groups was re-assessed. The data were statistically
analyzed using the Wilcoxon signed-rank test, Friedman’s ANOVA, and the Mann-Whitney U-test at
an overall level of significance of α = 0.05. At baseline, the control and the training group delivered
statistically similar irradiances with similar data scattering. In the training group, data scattering
was considerably reduced after the hands-on training with the patient simulator. After the 26-day
preclinical course, the irradiance of the training group was significantly higher and considerably less
scattered compared to the control group. In conclusion, training with the patient simulator improved
the light-curing performance of the dental students, mainly by helping them to deliver light energy
more consistently.
Keywords: dental education; patient simulator; phantom course; light polymerization; dental
curing lights
1. Introduction
Over the last quarter century, the teaching and placement of posterior resin composite restorations
have steadily increased [1]. According to dental market data, more than 260 million direct composite
restorations are nowadays placed each year worldwide [2]. Even though resin composites enable
conservative, minimally invasive restorative therapy [3–6], a median longevity of only about six years
has been reported for posterior composite restorations placed in general practice [7], with secondary
caries and material fractures being the primary reason for failure [7,8].
The success of resin composite restorations is closely related to the degree of monomer conversion
of the material, which in turn is determined by the amount of radiant energy applied by the operator
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during light polymerization [9,10]. Inadequate resin polymerization has been shown to deteriorate
the material’s physico-mechanical properties [11,12], reduce its bond strength to the tooth [13,14],
and increase wear [15] and bacterial colonization [16] of the restoration. Furthermore, insufficient
curing may compromise the biocompatibility of the composite material due to the release of unreacted
monomers [17–19].
A clinician’s light-curing technique significantly affects the amount of light energy delivered to
a restoration. In a previous study, Price et al. observed an up to 6-fold difference in the amount of
radiant exposure applied by different operators, even when the same light-curing unit and the same
irradiation time were used [20]. Even though a low radiant exposure may lead to a hard surface at
the top of the composite restoration, it may simultaneously result in insufficient polymerization in
deeper parts due to light scattering and absorption by the composite material [12,21–24]. Clinically,
it is not possible for the practitioner to assess the depth of cure of the composite, so that insufficient
polymerization of the material will remain unnoticed.
Until recently, dental students and educators could not measure the light energy delivered to
restorations. Hence, the problem of insufficient light-curing could not be addressed in practical
dental education. Therefore, a patient simulator with light sensors inserted in typodont teeth
has been introduced, which allows for the quantification of the applied irradiance by means of
a built-in spectrophotometer and provides real-time feedback on light-curing performance [20].
Computer-assisted simulators can help identify operators who need instructional assistance, especially
for technically demanding tasks [25]. Furthermore, it could be shown that training tools with digital
visual feedback have great potential to optimize the learning process of students in case of complex
practical operations [26]. While the relevance of hands-on training to acquire light-curing skills has
been repeatedly reported in the literature [27,28], information on the retention of light-curing skills
after individualized practical training is scarce.
The aim of this study was therefore to investigate the effectiveness of using a patient simulator to
improve the ability of dental students to apply light energy from a light-curing device to a restoration,
and to evaluate the effect of the simulator-based training on the retention of the light-curing skills.
It was hypothesized that the students would deliver more radiant exposure after they received training
with the patient simulator, including immediate visual feedback and individualized instructions.
2. Materials and Methods
A total of 44 third-year dental students who attended the preclinical phantom course in
Conservative Dentistry at the University of Zurich participated in the study. Informed consent
was obtained from the participants, and they were anonymized by individual codes. Under these terms,
the study was exempted from the need to get ethical approval by the local ethics committee, and a
declaration of non-jurisdiction was obtained from the Swiss Ethics Committees on Research (BASEC-Nr.
2020-01309). Before they attended the practical phantom course, all students had received a theoretical
lecture on light-curing in the regular curriculum, which provided them with basic knowledge about
light polymerization. The students were then randomly divided into a control group (n = 22) and a
training group (n = 22).
At the start of the phantom course, the participants from both groups were asked to light-cure
a simulated posterior restoration (tooth 27) in the MARC Patient Simulator (BlueLight Analytics,
Halifax, Canada) in order to assess their baseline light-curing performance. All students used the same
light-curing unit (SmartLight Pro, Dentsply Sirona, Bensheim, Germany), and the irradiation time was
standardized to 10 s. The output irradiance of the light-curing unit was monitored for consistency
throughout the whole study period using a calibrated FieldMaxII-TO power meter and PM2 thermopile
sensor (Coherent, Santa Clara, CA, USA). The irradiance delivered to the simulated restoration in the
MARC Patient Simulator was determined using a 3.9-mm diameter cosine-corrected light detector
(CC3-UV, Ocean Optics, Dunedin, FL, USA) attached by a fiber-optic cable to a laboratory-grade
spectrophotometer (USB4000, Ocean Optics, Dunedin, FL, USA) inside a mannequin head. The detector
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was located at the bottom of a Class I cavity preparation in the upper left second molar, 2 mm below
the cavosurface margin and 4 mm from the cusp tip.
In order to better imitate clinical conditions, the MARC Patient Simulator was fixed in a dental
chair, and its mouth opening was limited to 40 mm. Furthermore, dental rubber dam, sectional
matrices, and a separation ring (Palodent V3 Sectional Matrix System, Dentsply Sirona, Bensheim,
Germany) were placed as in routine filling therapies. Prior to the light-curing procedure, the students
were instructed to position the head of the patient simulator as they would do with a real patient.
At their free disposal, various auxiliary tools lay in front of them on the tray of the dental chair, such as
protective orange eyeglasses, standard protective glasses, an orange light shield, a mirror, and a probe.
After testing the baseline performance of both groups, the training group received a three-part
training with the patient simulator: In the first part, the students were given a practical demonstration
with the simulator on how to optimize the light-curing technique. For this purpose, they were taught
how to correctly adjust the dental chair and position the head of the patient according to ergonomic
aspects and in order to provide the light guide with a straight-line access to the restoration. The students
were then shown how to position and stabilize the light-guide tip correctly, i.e., at right angles and as
close as possible to the restoration surface. Furthermore, the relevance of wearing blue-light-blocking
orange protective glasses was demonstrated to the students, which allow them to look directly at
the restoration during the light-curing process and to stabilize the light guide with their free hand.
During the practical demonstrations, the integrated visual feedback mechanism of the patient simulator
allowed the students to follow in real time how small changes in the light-curing technique, such as
changes in the position, distance, and tilt angle of the light guide, affect the amount of light delivered
to a restoration.
In the second part of the training, the students were asked to light-cure the simulated restoration
in tooth 27 of the MARC Patient Simulator. During light-curing, the students’ technique and potential
mistakes were observed. Based on the real-time irradiance profile recorded by the simulator’s built-in
software and the observations made, the students received individual instructions on how to improve
their light-curing technique and correct detected mistakes. Subsequently, in the third part of the
training, the students practiced light-curing twice on their own on the MARC Patient Simulator.
After training with the patient simulator, the light-curing performance of the training group was
re-assessed under the same conditions as for the baseline testing. Both groups then attended the
26-day preclinical course, which involved placing 30 composite restorations. Upon completion of the
preclinical course, the light-curing performance of both groups was re-assessed. The study protocol is
summarized in Figure 1. After the final measurements of the study, the students in the control group
received the same training with the patient simulator as those in the training group, in order to enable
all course participants to practice with the simulator and thus ensure consistent education.
Due to significant deviations of the data from the normal distribution, non-parametric statistics
were used in the statistical analysis. For the control group, the irradiance values recorded at
baseline and after the 26-day preclinical course were compared using the Wilcoxon signed-rank test.
For the training group, the irradiance values recorded at baseline, after training with the simulator,
and after the 26-day preclinical course were compared using Friedman’s ANOVA by ranks, which was
followed by post-hoc comparisons using the Wilcoxon signed-rank test with Bonferroni adjustment.
The comparisons between the control and the training group were performed using the Mann-Whitney
U-test. The statistical analysis was conducted using SPSS version 20 (IBM, Armonk, NY, USA) at an
overall level of significance of α = 0.05.
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3. esults
The irradiances delivered by the dental students at baseline, after training ith the
Patient Si ulator, and after the 26-day preclinical course, are presented in Figure 2. At baseline,
the control and the training group delivered statistically similar irradiances. A similar data scattering
at baseline was identified in the control and the training group, with interquartile ranges of 264 and
233 mW/cm2, respectively.
In the training group, irradiance was not significantly increased compared to the baseline values
after the students trained with the patient simulator; however, data scattering was considerably
reduced, as evidence by a 4.7-fold lower interquartile range compared to that at baseline. After the
26-day preclinical course, data scattering in the training group decreased further (7.5-fold lower than
at baseline), and a significant improvement in the delivered irradiance compared to the baseline values
was identified.
I t e control group, the irradiance values measured after the 26-day preclinical course were not
significantly different from the baseline values. Furthermore, data scattering in the control group after
the 26-day preclinical course remained similar to that at baseline, with interquartile ranges of 255 and
264 mW/cm2, respectively.
e c aris f t e trai i a t e c tr l r after t e 26- a recli ical c rse
i icates t at t e irra ia ce al es f t e trai i r ere si ifica tl i er ( e ia al es f
1147 a 1061 /c 2, res ecti el ) a c si era l less scattere (i ter artile ra es f 31 a
255 /c 2, res ecti el ).
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4. Discussion
Appropriate light-curing is crucial for the long-term success of direct resin composite restorations
because it determines the physico-mechanical and biological properties of the material [17,18,29].
The present study revealed that before receiving detailed light-curing instructions and hands-on
training, the dental students delivered a wide range of radiant exposure between 1.9 and 12.5 J/cm2
during the 10-s irradiation time, representing a more than 6-fold difference between the minimum
and maximum amount of light energy applied. This suggests that clinically relevant properties of
composite restorations such as wear resistance, depth of cure, and hardness may differ considerably
after light-curing [11,12,15]. Indeed, several studies on the longevity of composite restorations showed
that operator factors significantly affected the results [30,31].
The light energy necessary to adequately polymerize a resin composite depends on the brand type,
increment thickness, translucency, and shade of the material [32,33], but a radiant exposure of 10 J/cm2
is usually regarded as the critical minimum threshold [20,27]. Before training, 15 out of 22 students
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(68%) in the training group delivered irradiances above that threshold, while after the training,
all students (100%) were able to deliver irradiances above the critical minimum. After completion
of the 26-day preclinical course, 21 out of 22 students (95%) in the training group were able to
surpass the stipulated threshold. These results indicate that the individualized simulator training
with immediate visual feedback helped to enable a higher percentage of students to deliver clinically
relevant radiant exposures. On the other hand, in the control group, the number of students able
to deliver radiant exposures above the stipulated threshold remained unchanged after the 26-day
preclinical course compared to the evaluation at baseline (14 out of 22; 64%). This suggests that a certain
number of worse-performing students were unable to improve their light-curing skills by attending
the 26-day preclinical course alone, clearly indicating the benefit of the individualized training with
the patient simulator.
The main benefit of the training with the patient simulator was that radiant exposures delivered
by students to a simulated posterior restoration became considerably more consistent. This finding
is clinically more important than a statistically significant improvement of 5% in the training group
identified after the preclinical course, and an 8% significantly better performance of the training group
compared to the control group after the preclinical course. Although deemed significant by the formal
statistical analysis, such relatively small improvements in light-curing performance are of secondary
relevance compared to the considerably narrowed distributions of irradiance values after the training
with the patient simulator.
Before receiving detailed instructions and training, most students chose an orange light shield
to protect their eyes from the bright blue light emitted by the light-curing device. A disadvantage of
using shields is that they must be handheld, which leaves no hand free to stabilize the curing light tip
while light-curing. This may have caused displacements in the position or tilt angle of the light-guide
tip during the curing procedure and may explain the relatively high percentage of students who
failed to meet the target radiant exposure of 10 J/cm2 at baseline. In the practical demonstrations and
hands-on training with the simulator, the students were advised to wear blue-light-blocking orange
protective glasses so that the position of the light-guide tip over the restoration can be safely monitored.
They were also advised to wear such glasses so that they could carefully stabilize the curing light tip
with their free hand. This might have contributed to the improved light-curing performance after the
simulator training.
A limitation of the present study is that the students knew that their light-curing performance was
measured with the patient simulator. This circumstance might have masked the effect of the simulator
training, since all students were likely more cautious about light-curing than usual, knowing that
their performance was recorded. Future studies should investigate whether patient simulator-based
training on light-curing would actually improve material properties of composite restorations.
5. Conclusions
Within the limitations of the present study, it is concluded that training with the patient simulator
significantly improved the light-curing performance of dental students. The individualized training
with the patient simulator was most beneficial for the subgroup of worse-performing students, helping
them to perform light-curing procedures more consistently.
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